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After a statement of the main requirements for an analytical system to be suitable for use in industry, a detailed examination is made of the response of each part of an activation installation (choice of neutron source and detector, transfer system for standards and samples, data handling) to these requirements. Several applications already established in industry are mentioned (determination of oxygen, nitrogen, fluorine, silicon). Some continuous analyses are also mentioned.